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21 1 Al-1000 WORKSTATION
20 1 MACLAB PRINTER (HP LASERJET)
19 1 MACLAB IEB UNIT
18 1 MACLAB 7000 - FLAT PANEL WORKSTATION
17 1 INNOVA LC POSITIONER
16 1 DL FLAT PANEL AND KEYBOARD
15 1 DL IMAGE MONITOR AND CONTROL PANEL
14 1 XT MONITOR SUSP. (2-17" FFD, 1-18" HEMO DISPLAY)
13 1 CEILING MOUNTED RADIATION SHIELD
12 1 INNOVA CONSOLE
1" 1 MEDRAD REMOTE CONTROL PANEL
10 1 MEDRAD INJECTOR ELECTRONICS
9 1 MEDRAD TABLE MOUNTED INJECTOR
8 1 OMEGA V PATIENT TABLE
7 1 MOBILE INNOVA MAIN DISCONNECT
6 1 CHILLER COOLIX 2200 (X-RAY TUBE HOUSING)
5 1 DIGITAL DETECTOR CHILLER
4 1 X-RAY TUBE CHILLER
3 1 MP PHASE IV CABINET
2 1 POSTIT CABINET
1 1 ACAB CABINET
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